gREATH ALCOHOL PROGRAM
MISSOURI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY JUN =8 7059
DATAMASTER MAINTENANCE REPORT

i P - Ll
Compiete this report in duplicate at the time of the regular monthly preventive maintenaneatheck ! arldSFHehevs! 1nstrument
is repaired. Send copy 1o Deparlment of Health; retain original in department file.

DATAMASTER SH = BATE OF INSPEGTION h
204126 Inventory Number 127246 o it QT e i e

mr\TION OF IMSTAUMENT {STREET AND CITY) TIME OF INSPECTION

1 St Francois County Sheriff's Department, Farmington, Missouri : - L1911

CHECKLIST: Place a check (v} to the tefl of each item if found to be salisfaclory or if oparating within astablished limits. {Write
in observed vaiues where delermined.) Unchecked items mustbe correctéd before using instrument. . . -

7] DIAGNOSTIC GHECK (PRINTOUT ATTAGHED)

] compPuTER [/l DETECTOR
7] PROGRAM - - ¥l FILTERS
1 HeaTERS §A£PLE cHamger P ec [/} GUARTZ STANDARD
/] FLOW DETECTOR [V] CALIBRATION
[/ PRINTER

7] PUMP HIGH SPEED -

INDICATOR LIGHTS

Y} TIME AND DATE

SIMULATOR TEMPERATURE {34 “C 4 0.2°C)

71 CALIBRATION CHECK -
Run ihree lesls using a standard solution. All three tests musl be wilthin £ 5% of the standard value and musl have a
spread of .005 or less. Check the box corresponding lo the standard solution being used, (PRINTOUT ATTACHED)} {USE
RECIRCULATION PUMP)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INGLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD 18 TO BE USED PER MAINTENANCE REPORT)

TEST1 ¥ 100 ITESTZ o 101 TEST3 101

[/} PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

[} NUMBER OF REFUSALS, SINGE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS *
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS} .

REFUSALS | (0-.04} 0 {.05-.09) 2 (.10-.14) 3 (.15-.19) 4 {Cver .19} 4

Lisl any new paris and describe any alteration or modification thal was made lo restore the instrument {o operate satisfactorlly
and within established kmits {use other side if hecessary) .
This instrument is operating within established limits. Replaced firmware chip 12/15/99 with version 04/07/2009.

Solutio@anufaclure: Guth Laboratories, Inc. Lot Number: 08340 Expiration Date: 10-15-2009

PRINT HAME
mb . C,(}.onnz W.D. Choate

ABERUEAPIRATION DATE TELEPHONE HUMBER

©-2010 (573)431-0166

Al EQUAY GFPORTURITYAFFIRMATIVE AGHION EMPLOYER Lab.-416
£otyaces plovied on & nndscaminalony havs




®
@ GUTH LABORATORIES, INC.

500 NORTH 67th STREET ® HARRISBURG, PA 17111-4511 ® TELEPHONE; 717-664-5470

1

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chroma‘tography:':and-.found to contain 0.1211 percent
(w/vol) ethyi ‘alcoho'l. The expiration date for this lot
number is Qctober 15, 2009 at 11:59 PM.

When used in a calibrated S.imulator, operating at
34°C  +/- ,2°C, this solution will give a breath alcohol

analysis instrument reading of 0,10 percent BAC.

The alcohr! and wat'r used in this solution were

free of test interfering substances.

T

Ted L. Pauley, President
GUTH LABORATORIES, INC,
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BAC DataMaster
Evidence Ticket

MIZEOURT ETATE HIGHWEY FARTROL
BAC TATAMASTER SERIAL HUMEBEER ZG4125
SR AP )

12011

--— DIAGHOSTIC CHECE ---
OMPUTERS CHAY

ROGRAM ¢G4-GP-SRBT30  QHAY

[ERTERE

AMFLE CHAMEBER: 49
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UmF o
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wycled peper wilh agri-based inks
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BAC DataMaster
Evidence Ticket

MIZEOURI STHTE HIGHWAY PATROL
BRC DETAMASTER ZERIAL MUMEER 2@Ed1E6

A EES 3-

|"‘|

[ESTIMG OFFICER:
CHORTE W T
OFFICER 1.7.:

156
hd]
SN

. PERMIT HUMBERER: 4144
SFIRATION BRTE: AS-GL- 16
FMIZCELLANEOUE DATA:
B TEET
c——— EUPERVIZOR MOLE -—-
ELAMK TEST « B 1914
INTERMAL STAMDARD VERIFIEN 19814
EXTERMAL ETAHDARD <l BRCH B
ELAME TERT . . GG ja1s
EXTERMAL - ETAMIARD 181 ' imrie
BLAME TEST ) » FEE 1z: 47
ERTERMAL =TAMDARD . 1El -
BLAMK TEST Lisio] it
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R N 44 S |
o E. =, TEE6E
@pcralor Signature 'S'Cm% aﬁi
GMSU 220802

Printed on recycled paper wilh agi-based inks
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) | | BAC DataMaster’
Evidence Ticket

MITE0OURT ETATE HIGHWAY PATROL
BAC DATHMAZTER TERIAL HUMBER 204126
HeE 30

1 ARREST TIME: 19:&8
SURJIECT HAME:
TEET
noE: #l-91-61 TEME M
ETATE<TL L.t M- 122458
ARFEEXTIMNG OFFICER:
TEET
OFFICER I.IL: 156
TESTING OFFICER:
CHOATE <W-Ti
OFFICER I.D.: 156
FERMIT HUMEBER: ZFa
ESFIRATION DATE: &
MISCELLANEDE TRTH
RFI TEXT
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" Operator Signature &‘m Cﬁb‘“ﬁ

Primed.on recycled paper with agri-based Inks

CMBL 220802
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State of WMissouri
DEPARTMENT OF HEALTH

PERMIT
- TYPEII

WL COHOATE

ls hersby authorlzed io Inetriot mnd ﬂuparwus operaiors, irdaln instriotors, )nspem. -

cafibrate, pertonn field repairs, and operate the following breath snalyzer(s):

I)ATAJ‘!&ASTER

for the datarmlnaﬂon of the ﬂJaDhDHc: pontent of Blood from o sample of explrer fa)uao}ar}
ulr, issued under the provislons.of seetlons 577.020 through 577,041, REMo 1885,

o 03/06/08 . RN o —
- Direotor of 81112 Fublio Heglth Leboraiory
NHMW.S.‘ZML_ U — -‘-'-‘E" Sy e T 3

Expires LAL062010

Direnlo, Depanmont of Heallh
MO B&-0771 {7-88) Lsh, 4 {R7-88)




